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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120420\S-73667 _wks-2-3.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

wks-2-3 zero 04-20-2012 zero_co2.met 

lnfomation Gas Configuration 

Peak Center found at [1987] Gas C02 

Background: -0.33 mV,-0.13 mV,-0.22 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 3004.5 Right: 2999.8 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
C02_zero 0.000 VPDB 0.000 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

C02_zero C02_zerc 

Pn 2982.69 

1 2985.5 2969.40 1 .1411180 1.3673838 -0.013 -0.014 -0.013 -0.014 -0.013 -0.014 

2 2973.3 2956.96 1.1410632 1.3672784 -0.019 -0.005 -0.019 -0.005 -0.020 -0.005 

3 2961.7 2945.21 1.1410596 1.3672226 0.018 -0.004 0.018 -0.004 0.019 -0.004 

4 2950.8 2934.12 1.1409928 1.3672453 -0.013 0.032 -0.013 0.032 -0.015 0.032 

5 2940.9 2924.03 1.1409784 1.3671732 -0.012 0.008 -0.012 0.008 -0.014 0.008 

6 2931.0 2914.34 1.1409767 1.3670812 -0.005 -0.038 -0.005 -0.038 -0.004 -0.038 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -0.007 0.013 0.005 0 

d 46C02/44C02 [per mil] vs. VPDB -0.004 0.023 0.009 0 

d 13C/12C [per mil] vs. VPDB -0.008 0.014 0.006 0 

d 180/160 [per mil] vs. VPDB -0.004 0.023 0.009 1.105650 0 

d 170/160 vs. -0.002 0.012 0.005 0.206293 0 
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